[Hygienic requirement for calculation the protection, radiation control and control of the exploitation parameters for the X-ray equipment].
Comments are provided for a number of provisions of Sanitary Rules and Norms 2.6.1.1192-03 (Hygienic Requirements to the Arrangement and Functioning of X-ray Examination Rooms and to X-ray Procedures) related with detailing the demands to calculating the radiation protection, radiation monitoring and to monitoring the exploitation parameters of X-ray equipment.